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[57] ABSTRACT 

A flow reactor for simulating the interaction in the 
troposphere is set forth. A first reactant mixed with a 
carrier gas is delivered from a pump and flows through 
a duct having louvers therein. The louvers straighten 
out the flow, reduce turbulence and provide laminar 
flow discharge from the duct. A second reactant deliv- 
ered from a source through a pump is input into the 
flowing stream, the second reactant being diffused 
through a plurality of small diffusion tubes to avoid 
disturbing the laminar flow. The commingled first and 
second reactants in the carrier gas are then directed 
along an elongate duct where the walls are spaced away 
from the flow of reactants to avoid wall interference, 
disturbance or turbulence arising from the walls. A 
probe connected with a measuring device can be in- 
serted through various sampling ports in the second 
duct to complete measurements of the first and second 
.reactants and the product of their reaction at selected 
XYZ locations relative to the flowing system. 

6 Claims, 1 Drawing Sheet 
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ATMOSPHERIC PRESSURE FLOW REACTOR: 

GAS PHASE CHEMICAL KINETICS UNDER 
TROPOSPHERIC CONDITIONS WITHOUT WALL 
EFFECTS 

ORIGIN OF THE INVENTION 

The invention described herein was made in the per- 
formance of work under a NASA contract and is sub- 
ject to the provisions of Section 305 of the National 
Aeronautics and Space Act of 1958, Public Law 85-568 
(72 Stat. 435; 42 U.S.C. 2457). 

TECHNICAL FIELD 

The present disclosure is directed to a device method 15 
in which atmospheric gas reaction and diffusion studies 
can be conducted. Substantial scientific inquiry has been 
directed to the interaction of first and second gas reac- 
tants as will typically occur in atmospheric circum- 
stances at all elevations ranging from the immediate 20 
surrounding atmosphere to outerspace. For instance, 
wide spread public speculation on the “green house” 
impact can be resolved only by serious studies of the 
interaction of atmospheric gases. As an example, allega- 
tions are made that various fluorocarbons utilized in 25 
aerosol canisters and the like have partially depleted the 
ozone layer which is essential to protection of the earth 
from certain effects of the sun’s radiation. Any study of 
this phenomenon inquires into the diffused interaction 
(chemical kinetics) of first and second reactants in a 30 
simulated atmosphere. The present apparatus is a sys- 
tem whereby rates of reaction between first and second 
reactants can be measured to thereby determine the 
impact at various heights of the earth’s atmosphere 
from the immediate near earth location to higher eleva- 35 
tions where the atmospheric pressure is reduced. 

BACKGROUND ART 

Significant references which have a bearing on the 
present system and apparatus include U.S. Pat. No. 40 
3,713,773 which discloses an apparatus for analyzing 
gas samples. A first gaseous reactant is fed into a flow 
stream made of a second gas reactant and the gas prod- 
uct is analyzed downstream after mixing. There is no 
disclosure of flow straightening mechanisms and the 45 
feed of the first reactant is altogether different. 

In U.S. Pat. No. 4,048,586, a chemical laser has a feed 
tube 15 with small holes at 16a, 1 6b, etc. and is arranged 
to introduce gas into a gaseous flow stream at FIG. 1 
thereof. No effort is made in the described apparatus to 50 
accomplish laminar flow conditions within the reactor. 

U.S. Pat. No. 4,360,923 discloses an apparatus which 
reacts first and second gases in a chemical laser to ob- 
tain a uniform reaction rate. FIGS. 3 and 4 thereof show 
a panel 24 made up of a number of mixer tubes with a 55 
view of obtaining feed for the mixer tubes 20. Injection 
occurs thereafter. 

In U.S. Pat. No. 4,230,996, a chemical laser incorpo- 
rates a plurality of tubular manifolds to feed gas uni- 
formly across a given area. Extreme high operating 60 
temperatures are involved in this structure which sup- 
ports a nozzle array. 

Advantages of the Present Apparatus 

This apparatus and the method of use thereof relate 65 
primarily to conducting diffusion reaction experiments 
at a given atmospheric pressure wherein one gas reac- 
tant is mixed into or otherwise injected into a flowing 
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carrier gas with reactant. Diffused reactant interaction 
is thus determined, and as a consequence thereof, the 
reactant chemical kinetics can then be determined by 
subsequent measuring instruments inserted downstream 
which provide dynamic reactant concentration mea- 
surements. 

One of the problems that must be avoided is the inter- 
action of surrounding walls with the flowing gas stream 
10 and reactants which are mixed together in a controlled 
fashion to achieve the requisite conditions whereby the 
desired process can be measured. The present apparatus 
thus avoids significant limitations of prior art devices. 
The present apparatus is able to achieve desirable exper- 
imental conditions suitably mimicking conditions even 
in the troposphere. This in part is achieved by reducing, 
even eliminating, substantial interaction with the sur- 
rounding walls of the structure. In other words, the two 
reactants are still mixed by molecular diffusion with a 
modest level, almost negligible, small scale turbulence 
occurring at the point at which the second reactant is 
injected. The present apparatus and method of use thus 
provide a structure and method which assure that the 
carrier flow and reactant is flowing in a substantially 
laminar fashion with minimal engagement with the 
surrounding walls of the structure. The second reactant 
is introduced downstream and is thus involved only in 
laminar flow, and moreover, the second reactant is 
introduced in a fashion to hold to a minimum micro- 
scopic disturbances such as eddy currents in the locale 
of the injection. The second reactant is thus injected 
through porous tubes which permit resultant second 
reactant diffusion into the surrounding atmosphere. The 
surrounding atmosphere is a uniform, constant, laminar 
flow of a carrier gas at a single velocity, and point mea- 
surements are made downstream therefrom at defined 
XYZ locations. The data thus can be provided in an 
organized form to show concentration of the product of 
reaction at an XYZ locations substantially free of im- 
pact from surface reaction on the surrounding structure. 

BRIEF DESCRIPTION OF THE DRAWINGS 

So that the manner in which the above recited fea- 
tures, advantages and objects of the present invention 
are attained and can be understood in detail, more par- 
ticular description of the invention, briefly summarized 
above, may be had by reference to the embodiments 
thereof which are illustrated in the appended drawings. 

It is to be noted, however, that the appended draw- 
ings illustrate only typical embodiments of this inven- 
tion and are therefore not to be considered limiting of its 
scope, for the invention may admit to other equally 
effective embodiments. 

The single view of the present disclosure is an isomet- 
ric showing a first reactant flow system utilizing a suit- 
able carrier source and pump for a first reactant and 
including a means for obtaining laminar fluid flow, and 
further including a second reactant source and pump to 
introduce a second reactant through a second set of 
tubes for infiltration into the flowing first reactant 
wherein the carrier flow is conducted along a length- 
wise duct with substantial spacing to avoid interaction 
with the walls. 
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DETAILED DESCRIPTION OF THE 
PREFERRED AND ILLUSTRATED 
EMBODIMENT 

Attention is first directed to the only drawing incor- 5 
porated with this disclosure which shows in isometric 
view a flow reactor identified generally by the numeral 
10. It includes a chamber or housing which completely 
surrounds the reactants so that the pressure at which the 
reaction occurs can be controlled, typically in the range 10 
of zero to 1.0 ATM to provide experimental conditions 
representative of the troposphere. The internal pressure 
can be adjusted to lower or higher pressures within the 
specified range as will be explained. The flow reactor 10 
of the present apparatus cooperates with a first reactant. ^ 
This is the first reactant (with a carrier gas) in the two 
gas system to be described. It is delivered from a source 
12 through a pump 14 and is introduced through a con- 
trol valve and control system 16. The first reactant is 
normally mixed with a carrier gas (e.g., dry nitrogen) in 20 
some ratio and is delivered at a controlled flow rate 
resulting in a desired velocity. In turn, it flows through 
an outlet conduit 18 into a fan shaped diffuser duct 20. 
That terminates at an upstanding set of flanges which ^ 
are identified at 22, and they support by clamping there- 
between a flow straightening screen (not shown). In 
turn, the flanges support a duct 24 which is rectangular 
in cross-section and which has a specified length, and 
may contain flow straightening louvers. 

The duct terminates at a set of flanges 30 which en- 
able attachment of a downstream reactor chamber 32. It 
is also constructed in the fashion of a duct. It has ap- 
proximately equal width and height compared to the 
duct 24. The duct 24 is open at one wall to introduce 35 
laminar flow out of the duct 24 into the reactor 32. 
There is a window 34 which communicates from the 
duct 24 to the duct 32. The window is equal in dimen- 
sions to both of the two ducts. The two sets of flanges 
hold perforate screens in position. They are solid in- 40 
serts, clamped in place, and are perforated with a great 
number of small holes to enable fluid flow to be moder- 
ated by the fluids to flow evenly into the aligned ducts. 

The numeral 36 identifies a source of a second reac- 
tant which is delivered through a pump 38. This pump 45 
delivers the second reactant into a header 40 (preferably 
one at each end of the window) which connects with a 
plurality of quite small, partly porous flow lines 42. The 
lines 42 are porous in the central portions and are non- 
porous at the end portions. This enables reactant injec- 50 
tion to be limited to a controlled and defined rectangu- 
lar region. The porous part of the flow lines 42 extend 
across a specified region of the window 34. Relative 
dimensions may assist in providing an understanding of 
injection. The active reagent injection zone has a width 55 
and height which is less than the width and height of the 
reactor 32, thereby assuring that the first reactant does 
not contact the walls of the reactor 32. The lines 42 are 
preferably small in diameter, formed of porous materi- 
als, and introduce the second reactant through the tube 60 
walls. The second reactant introduction procedure will 
be described in detail hereinafter. The precise arrange- 
ment of the lines 42 is preferably a plurality of parallel, 
horizontal small tubular members, the members being 
sufficiently small that the turbulence created in the first 65 
reactant flowing therepast is nil. This flow is carried 
downstream from the point of introduction where the 
reactants begin to commingle and initiate the reaction 
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under investigation in three dimensional space free of 
wall impact as will be described. 

The reactor 32 is a confining wall. It is a wall having 
a number of closed ports 43 formed at various locations 
around the top. A probe 44 can be inserted through the 
various ports 43 to make measurements. The probe can 
make velocity measurements of the gas stream flowing 
along the reactor 32. The probe 44 optionally may ob- 
tain a small sample and delivers it to a measuring device 
46 which provides an output signal indicative of the 
concentration of the first and second reactants or their 
products. The preferred reactant measuring system is a 
long path spectroscopic cell (a so-called White cell). 
This is installed to direct light across the reactor 32 
along a multiple segment folded pathway using side 
wall mirrors 48 and light source 50. They are mounted 
to reflect back and forth through the reacted materials 
so that reaction conversion can be measured. In other 
words, the first and second reactants diffuse among one 
another, diffusion literally occurring at the molecular 
level, and the reactants interact to form a product. The 
measuring device is operated to measure the concentra- 
tion of the reactants and or products. The reaction 
within the chamber 32 is a function of concentrations of 
the first and second reactants. Moreover it is also a 
function of the velocity of the reactant flow through the 
duct 32. For purposes of precise measurement, an XYZ 
coordinate system is defined within the reactor chamber 
32 so that concentrations of the two reactants can be 
measured at various locations, and also so that the prod- 
uct concentration can be indicated at various locations 
through the chamber 32. Accordingly, the XYZ coordi- 
nate system permits a generalized expression of product 
concentration. The chamber 32 terminates at an exhaust 
pump 52 which pulls the reactants and carrier gas out of 
the chamber at a controlled pressure. The wall is a solid 
member with closed parts and is therefore able to sus- 
tain pressures above or below ambient pressure. 

The XYZ coordinate system can be defined at any 
point serving as the origin. Preferably, the origin is 
located so that it coincides with the second reactant 
injector lines 42. More specifically, the origin of the 
coordinate system can arbitrarily be fixed at the mid 
point of the injection lines 42 so that symmetry is ac- 
complished on both sides of the origin. By observation 
of data taken at various points through the chamber, 
turbulence associated with interaction of the walls 
which confine the flow is substantially reduced and 
does not significantly impact such data or measure- 
ments. Consider one example, namely the reaction of 
hydrazine with ozone. Hydrazine interaction with 
ozone is an atmospheric reaction resulting from escap- 
ing fuel. Typical assumptions for an atmospheric test 
assume ozone to be present at a concentration of about 
3.0 X 10- 8 mole/cc in an inert carrier gas flowing at 10 
cm/second. The reaction rate constant for hydrazine 
and ozone is 10- 16 cm 2 /molecule/sec. The diffusion 
coefficient for hydrazine is 0.39 cm 2 /sec. Moreover, the 
pressure was 1 ATM, and temperature was 300° K. 
Measurements made at a variety of locations in the 
chamber 32 indicate substantially no interaction of the 
walls with the diffusion process of the reactants. While 
reactant concentrations are not uniform and hence the 
reaction obtained thereby is not homogeneous, such 
measurements that are obtained indicate a substantial 
absence of wall reaction interference. In the example 
mentioned, the hydrazine reaction kinetics in the tropo- 
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sphere can thus be evaluated utilizing the illustrated 
flow reactor. 

As will be understood, alternate first and second 
reactants can be used, and it is also possible to mix reac- 
tants so that either reactant is a single compound or can 5 
be a mixture as would be considered in evaluating the 
effect of flue gases. This finds use in the evaluation of 
SO* and NO* typically discharged from large industrial 
plants and diffused into the atmosphere. Moreover, the 
present system enables such measurements to be accom- 10 
plished and test data gathered in a context where test 
instrumentation does not create turbulence, thereby 
disrupting the laminar flow achieved in the system as 
illustrated so that proper measurements can be obtained. 

While the foregoing is directed to the preferred em* 15 
bodiment, the scope thereof is determined by the claims 
which follow. 

We claim: 

1. A flow reactor apparatus to enable diffused interac- 
tion of first and second reactants, the apparatus com- 20 
prising: 

(a) source means for supplying a first reactant mixed 
with a flowing gas medium; 

(b) a flow path for said first reactant wherein said 
flow path comprises a surrounding wall enclosing 25 
means which straightens the flow to enable di- 
rected laminar flow along said flow path; 

(c) source means for supplying a second reactant; 

(d) inlet means connected to said second reactant 
source means and positioned in a plane transverse 30 
to the flow path of the first reactant to introduce by 
diffusion the second reactant into the flowing first 
reactant wherein the introduction is accomplished 
substantially without turbulence arising from the 
introduction, wherein said inlet means comprises 35 
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multiple porous pipes deployed in an XY region of 
rectangular shape, and said wall directs laminar 
flow through said region in an area greater than 
said region; and 

(e) a surrounding duct in fluid communication with 
said wall enclosing means and positioned down- 
stream of Said wall enclosing means for directing 
the first reactant flow as a flowing stream after 
introduction of the second reactant wherein the 
flowing stream permits diffused molecular interac- 
tion of the first and second reactants to form a 
product of such reaction and wherein said duct 
permits a sampling means to be inserted at specified 
and defined locations for concentration measure- 
ments, and wherein said duct enables substantially 
laminar flow for at least a minimum distance after 
second reactant diffusion thereinto. 

2. The apparatus of claim 1 wherein said wall enclos- 
ing means provides straightening of fluid flow to initiate 
laminar fluid flow prior to diffusion of the second reac- 
tant into the fluid flow. 

3. The apparatus of claim 2 wherein said wall termi- 
nates at a transverse mounting flange to which said duct 
is attached. 

4 . The apparatus of claim 3 wherein said duct has a 
plurality of sampling ports formed therein to permit said 
sampling means to be inserted thereinto. 

5. The apparatus of claim 1 including first and second 
pumps for delivery of first and second reactants under 
pressure. 

6. The apparatus of claim 1 wherein said wall is a 
rectangular hollow duct having connective flanges at 
spaced open ends thereof, and said duct and flanges 

support a flow straightening means. 
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